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Braemar Limited Warranty

Braemar products are warranted to be free from faatwring and
material defects for a period of one (1) year fritra date of shipment
from Braemar to the original purchaser.

Excluded from this warranty are expendable supigims including, but
not limited to, electrodes, leadwires, patient eabhnd batteries. This
warranty does not apply to any product that Braemhesa&rmines has been
modified or damaged by the customer.

Except for the express warranties stated above, Bemar disclaims
all warranties including implied warranties of merchantability and
fitness. The stated express warranties are in lieof all obligations of
liabilities on the part of Braemar for damages, intuding but not
limited to, special indirect or consequential, ari;ig out of or in
connection with the use or performance of Braemar ducts.

Any action for breach of warranty shall be commenhwaéthin one (1)
year of said breach or be forever barred. Anyirepaade to the product
that are not covered by the warranty shall be diitethe customer.

For service or technical support contact your
local supplier or Braemar.
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B DXP1000 Holter Monitor

Overview

Description

The DXP1000 Holter monitor is a battery operatdaisiate recorder
designed and manufactured by Braemar for 24 tood8 tontinuous
recording of ambulatory ECG data and the abilitdétect and record
pacemaker pulses in accordance with appropriate Pgdder detection
criteria.

The DXP1000 is an AAMI Type | device, which is pafta conventional
AECG monitoring system where the ECG is recorde#lash memory
resident in the DXP1000. After the recording isnpete, the DXP1000
is connected, via the USB cable, to the USB poithenComputer
Analysis System. By following the instructions pised with your
Computer Analysis System, the recorded ECG ddteeis down loaded
and analyzed. The DXP1000 is compatible with Wins ®8SE or
higher and only computers complying with EN60956hbuld be used.

Indications for Use
The DXP1000 Holter recorder is intended for paegetjuiring
ambulatory (Holter) monitoring from 1 to 48 hourSuch monitoring is
most frequently used for the indications below:
1. Evaluation of symptoms suggesting arrhythmia or caydial
ischemia.
2. Evaluation of ECG documenting therapeutic interi®1# in
individual patients or groups of patients.

3. Evaluation of patients for ST segment changes.

4. Evaluation of a patient's response after resumaogipational or
recreational activities (e.qg., after M.1. or cagurgery.)

5. Clinical and epidemiological research studies.

6. Evaluation of patients with pacemakers.

7. Reporting of time and frequency domain heart raréability.

8. Reporting of QT Interval.
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Precautions

Patient leads must be removed from electrodes éefor
defibrillation.

When using Pacer Detect, the physician should lzzeathat
false positive and false negative pacer detectsaneyr.

False positives may result from poor electrode hook-up or high
noise conditions.

False negatives may occur with bipolar pacers due to a weak
pacer pulse signal at the patient's skin surface.

When reviewing ECG data the presence of pacemakaals in
the ECG trace should not be considered true repiagsens of
the actual pacemaker stimulus amplitude.

Observe local laws for disposal of alkaline batteri

Do not leave the batteries in the recorder whénriot in use.
Damage from corrosion could result.

For the best recording results, the patient shbalthstructed to
avoid close proximity to heavy electrical equipmenbther
sources of electromagnetic interference such asriele
blankets, heating pads etc.

No automatic analysis algorithm can replace dateweby a
qualified physician. Review and confirmation obbysis
results is required.

Additional equipment classification information asrequired in EN 60601-1

A.

EQUIPMENT not suitable for use in the presence of a
FLAMMABLE ANAESTHETIC MIXTURE WITH AIR of
WITH OXYGEN OR NITROUS OXIDE

IPX0 Ordinary Equipment (enclosed equipment withou
protection against ingress of water)

Internally Powered Equipment

Mode of Operation - Continuous Operation

Electrode Application

It is recommended that trained medical personnedilesthe
application of electrodes.

Use only electrodes designed for longer term Hattenitoring.
Proper preparation of the patient's skin is absbjigssential for
obtaining a quality ECG recording. Refer to yol@ceode
provider for instructions on skin preparation tegles.

Apply electrodes per Electrode Placement diagrantisis
manual or as instructed by the physician.
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3 Channel (5 lead) Electrode Placement (1 ' option)
Five color-coded leadwires are utilized to creaechannel ECG
recording. This is a typical electrode placemegferto Analysis System

3 Channel (7 lead) Electrode Placement - o
Seven color-coded leadwires are utilized to crasBechannel ECG software and the physician for recommended positpn

recording. This is a typical electrode placemesfer to Analysis
System software and the physician for recommendsdipning.

Electrode Placement

5 Lead Electrode Placement

7 Lead Electrode Placement

# Channel  Color Placement
Channel Color Placement 1 3 White Next to the right Manubrium border on the
1- White Right Manubrial border of the Sternum. Clavicle
1+ Red Left Anterior Axillary line 8 rib. 2 1-, 2- Red Centered on the Manubrium
2- Black Left Manubrial border of the Sternum. 3 2+, 3+ Black Lower left rib margin over bone.
2+ Brown Approximately 1 inch right of Xiphoid 4 1+ Brown Left Anterior Axillary line on the"srib
Process on the rib. 5 1 Green Lower right rib margin over bone.
3- Blue Center of the Manubrium.
3+ Orange Left Mid-Clavicular line"Brib.
1 Green Lower right rib margin over bone.
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3 Channel (5 lead) Electrode Placement (2 ™ option)
Five color-coded leadwires are utilized to creagechannel ECG

recording. This is a typical electrode placemegferto Analysis System

software and the physician for recommended positgpn

abrhw N

Channel
3_

1-, 2-

2+, 3+
1+
1

5 Lead Electrode Placement

Color
White

Red

Black
Brown
Green

Placement
Right side below the V1 position, at the
bottom of the rib cage
Center on the Manubrium, the top of the
sternum
Left side at the V5 position, orila r
Left side at the V3 position, on a rib
Right side opposite V5 position.

DXP1000 Holter Monitor

2 Channel (5 lead) Electrode Placement

Five color-coded leadwires are utilized to creafechannel ECG
recording. This is a typical electrode placemesfer to Analysis
System software and the physician for recommendsdipning.

Channel

1-
1+
2-
2+

1

Color

White
Red
Black
Brown

Green

5 Lead Electrode Placement

Placement

Right Manubrial border of the Sternum.
Left Anterior Axillary line 8 rib.

Left Manubrial border of the Sternum.
Approximately 1 inch right of Xiphoid
Process on the rib.

Lower right rib margin over bone.
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Operation

How to Record
1. Install two fresh batteries in the DXP1000.

Be sure to observe the correct battery polarity.

2. Hook up the patient to the device via the patiefie and
leadset. While observing the keyway of the plugemthe
patient cable directly into the receptacle of théR2000 until it
shaps into plac&Vhen removing the cable, grasp the outer shell
of the plug and pull straight away from the recejea— this will
release the locking mechanism of the plug.

Grasp this area

and pull in the

direction of the
arrow

Keyway

3. To turn on the recorder push any one of the keypdibns. A
splash screen will be displayed for a couple sesgten the
trace screen will be displayed.

The device will not turn on unless a cable is pead)@.

4. Pushthe" "and" " keypad buttons to change the active
screen.

Screen | Description
Displays the signal trace in real time, pacer pulse
marks | if selected, and allow the gain to be &et v
the and buttons. There is one screen for each
ECG channel.
The gain setting is the same for all channels.
Changing the gain on any channel affects all

B DXP1000 Holter Monitor

channels
Pacer pulse markfsare displayed below the trace tp
indicate each pacer pulse detection.

For setting the record time, user language, LCD

contrast and selecting pacer detect.

To change settings Press “enter” button for set

mode. To change fields, push theand

buttons. To change values push theand

buttons. Push “enter” again to save and exit.
The default for pacer detect is OFF. It must be
turned ON for each procedure in which it will be
used.

For setting the date and clock. To set the clock +
Press “enter” for set mode. To change fields, push
the and buttons. To change values push the
and buttons. Push “enter” again to save and gxit.
Unit information and Copyright notice

After configuring or reviewing all the settings aet
the start screen and push the “enter” button. This
will start the recording.

Recording Display
During recording the DXP1000 displays the currametand time
remaining to record.

Patient Event Marker
To register an event, push the event button.

Early Out

The DXP1000 supports an Early-Out feature thawala trained
individual to stop a recording before the selectsmbrding time has
elapsed. To initiate an Early-Out hold the button and event button
simultaneously.

How to Download ECG recording
1. Connect the DXP1000 to the computer system, withHablter
Analysis Application, via the USB cable.

2. Refer to the instructions provided with your Holteralysis
system.

10
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Service & Maintenance Troubleshooting
Symptom Recommended Solution
Maintenance No display Ensure patient cable is connected.
Cleaning Ensure batteries are inserted with corr
Dampen a soft cloth with mild detergent and watetléan the polarity.
recorder, lead wires, and belt clip. Remove théehas before Install two new batteries
cleaning the recorder. Low battery Inspect battery compartment, clean
contacts if necessary.

Replacing Belt Clip and Battery Cover Install two new batteries.
To replace the belt clip: Battery does not last 24 or 4BEnsure two new batteries are being us
1. Inserta coin (e.g., a dime) into the elongatetahal press hours

down on the molded latch. Noise artifacts on ECG signal  Ensure all electratessecurely
2. Pull the belt clip down until it is free. attached to the patient.
3. Install a belt clip by aligning the two slots okthlip along the Replace the lead set.

frame. . _ o No splash screen when Ensure USB data cable is connected t
4. Slide the clip upward until it locks (with a clielg sound). connected to USB the DXP and PC.

) Ensure PC is powered on.

Replacing a Battery Cover Replace USB data cable.
To replace a broken battery cover. Initializing Card message The monitor memory ismgesetup to
1. Align the new cover perpendicular to the recordstdry make a new recording

compartment ledge. -

2. Place one hinge pin into the enclosure pivot hakk dide the
opposite pin forward until it snaps into the othasot hole.

Service
If there is a problem with the monitor, review tiv@blem
descriptions and solutions listed below. If adudliil assistance is
required contact customer support via phone, Fd&conail listed
below. Call customer support before returningemréer to make
shipping arrangements.
A. Note there isn’t any preventative inspection ornteziance
that can be performed by the end user.

Braemar, Inc.

Phone: 800.328.2719
651.286.8620

Fax: 651.286.8630

E-mail; Service@Braemarinc.com

Contact Braemar for further technical information.

11 12
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Equipment Symbols

Symbol  Description

Type B Applied Part
Consult manual.

SN Serial Number

Complies with the Medical Device Directive of
0086 the European Union.

Waste Electrical and Electronic Equipment
(WEEE) It is the responsibility of the end user
to dispose of this equipment at a designated
collection point for recycling.

Year of Manufacture

REF Not shown - catalogue number is DXP1000

Authorized European Rep
QNET BV

Hommerterweg 286
E
E 6436 AM Amstenrade

The Netherlands

Service Items & Accessories

Description Part Number
Battery cover 100-1554-001
Belt clip 100-1555-001
Patient lead set 7 wire, 18" 200-1963-001
Patient cable 3CH-7LD 350-0181-00
Patient cable 2CH-5LD 350-0181-02
Patient cable 3CH-5LD 350-0181-06
USB cable 350-0185-00
Operator manual 600-0583-00
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Specifications

Functional

Channels

Resolution

Recording

Download interface
Sample rate
Frequency response
Signal verification
Pacemaker Detection

Memory
Recording time
Type

Model, DXP
Capacity

Physical
Dimensions

Weight with batteries
Enclosure
Operating position

Electrical
Gain settings
Connector
Patient cable

Environmental
Operating temperature

Non-operating temperature

Operating humidity

Non-Operating humidity

Battery

Type
Life

Warranty

3

8 bits

Full disclosure

USB

128/sec or 133/sec
0.05Hz to 60Hz, -3dB

LCD display
Model 1045 Only

24 or 48 hours
Flash

1015 1045 1128

15MB | 64MB 128MB

2.75"x 4.37"x .80"

(69.9mm x 111mm x 20.3mm)
6 0z. (170 grams)
Molded plastic (UL 94V-0)
Any orientation

1/2X, 1X and 2X
14 pin round
7 or 5 pin yoke

0°C to +45C

-20°C to +65C
10% to 95% (non-condensing)
5% to 95%

(2) AA Alkaline IEC-LR6] (2) NiMH

48 hours 24 hours

12 months from shipment

14
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Electromagne

tic Emissions

Emissions tes

Compliance

Electromagnetic
environment - guidance

RF emissions
CISPR 11

Group 1

its internal function. Therefore, it

not likely to cause any interferen
in nearby electronic equipment.

RF emissions
CISPR 11

Class B

establishments, including domes
establishments and those direct
connected to the public low-
voltage power supply network th
supplies buildings used for
domestic purposes.

Electromagnetic Immunity

The DXP is suitable for use in al

The DXP uses RF energy only for

RF emissions are very low and are

at

Immunity test

IEC 60601
test level

Compliance |Electromagnetic

level environment - guidance

Electrostatic

discharge (ESD

+6 kV contac

+6 kV contactFloors should be wood,

concrete or ceramic tile. If

IEC 61000-4-2 8 kv air 8 kv air floors are covered with
synthetic material, the relati
humidity should be at least
30%.

Power frequenc 3 A/m 3 A/m Power frequency magnetic

(50/60 Hz) fields should be at levels

magnetic field characteristic of a typical

IEC 61000-4-8 location in a typical

commercial or hospital
environment.

15

e

DXP1000 Holter Monitor

16



DXP1000 Holter Monitor

17

DXP1000 Holter Monitor

Recommended Separation Distances

Refer to the following table for recommended sefianadistances
between the DXP and portable and mobile RF commatipits

equipment.

The DXP is intended for use in an electromagnetidrenment in which

radiated RF disturbances are controlled. The usiredDXP can help

prevent electromagnetic interference by maintaisimginimum distance

between portable and mobile RF communications eogi
(transmitters) and the DXP as recommended belovgrding to the
maximum output power of the communications equipmen

Rated maximum
output power of

Separation distance according to
frequency of transmitter

transmitter 150 kHz 80 MHz 800 MHz

to 80 MHz | t0 800 MHz | to 2,5 GHz

w d=120P | d=120P | d=230P
0,01 0,12 0,12 0,23
0,1 0,38 0,38 0,73
1 1,2 1,2 2,3
10 3,8 3,8 7,3
100 12 12 23

For transmitters rated at a maximum output power not listed above,
the recommended separation distance d in metres (m) can be
estimated using the equation applicable to the frequency of the
transmitter, where P is the maximum output power rating of the
transmitter in watts (W) according to the transmitter manufacturer.

NOTEZL: At 80 MHz and 800 MHz, the separation distance for the
higher frequency range applies.

NOTE 2: These guidelines may not apply in all situations.
Electromagnetic propagation is affected by absorption and reflection
from structures, objects and people.
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